1. Introduction {#sec0005}
===============

Temporomandibular disorders (TMDs) include a cluster of symptoms related to a number of disease entities, including pain in the masticatory muscles and temporomandibular joint (TMJ), headache, disturbances in jaw movements, and sounds in the joints while opening and closing the mouth.[@bib0005], [@bib0010], [@bib0015]. In particular, TMDs are caused by the impaired function of the neuromuscular system are accompanied by diverse symptoms, including depression, sleep disorders, and fatigue. Moreover, these disorders often become chronic, thereby prolonging patient pain.[@bib0020], [@bib0025]

In general, the anatomic structure of TMDs is diagnosed by X-ray imaging, computed tomography, and magnetic resonance imaging. However, these examinations are expensive, frequently not readily available and have limitations in recording clinical symptoms. Thus, the International Research Diagnostic Criteria (RDC) for TMDs Consortium utilized clinical symptoms to record and diagnose TMDs.[@bib0005], [@bib0030] In addition, various studies have reported that mandibular kinesiography, electromyography (EMG), and sonography hold potential as diagnostic techniques for TMDs.[@bib0035], [@bib0040], [@bib0045], [@bib0050], [@bib0055]

Among these diagnostic techniques, EMG senses and records the electrical potential created when muscular cells are activated by neural or electrical stimulation, and the results provide information on muscular contraction, muscular tone and, muscle fatigue.[@bib0050], [@bib0060] In particular, it is easy to adjust the attachment position for EMG electrodes, and this approach provides time-series data with high temporal resolution.[@bib0040] Moreover, surface-type EMG, unlike needle-type EMG, is noninvasive and can analyze the total synergistic activity of a muscular movement unit as a whole withoutany pain.[@bib0065] Thus, surface-type EMG has been widely used in the diagnosis of repetitive strain injuries,[@bib0070] work-related musculoskeletal disorders,[@bib0075] myofascial pain syndrome,[@bib0080] chronic fatigue,[@bib0085] fibromyalgia,[@bib0075] and rehabilitation training.[@bib0090]

In traditional Korean medicine (TKM), doctors of Korean medicine (DKM) regard the effect of imbalance of the TMJ on the cranio-cervical-mandibular system as important and thus consider the balance of the TMJ and the location of the mandible as critical factors for treating not only TMD but also a wide range of diseases of the cranial nerve and musculoskeletal system.[@bib0095], [@bib0100] However, few methods used to diagnose TMDs consider the relationship among cranio-cervical-mandibular systems, which can be easily utilized by DKM.

Thus, we aimed to design a protocol to develop EMG indicators that also considered the cranio-cervical-mandibular system, in order to objectively and scientifically diagnose TMD using noninvasive and easy-to-use surface EMG measurement equipment. We will further confirm the effectiveness of this approach by analyzing the change in EMG indicators after the application of the TMJ balance appliance (TBA).

2. Methods {#sec0010}
==========

2.1. Study design {#sec0015}
-----------------

This clinical study will be conducted as an assessor-blinded cross-sectional study. Individuals who agree to participate in the study and provide written informed consent will be eligible for inclusion.

Participants will be classified into the normal and TMD groups based on the diagnostic criteria for TMDs symptom questionnaire (DC/TMD SQ, available at http://www.rdc-tmdinternational.org/TMDAssessmentDiagnosis/DCTMD.aspx), as recommended by the International RDC Consortium, and the final diagnosis of TMD or imbalance of TMJ will be confirmed by DKM. Next, all of the participants will be investigated for TMJ-related functional, behavioral, and psychological factors. Facial asymmetry, the TMJ position, and differences in muscle power between the left and right masseter and sternocleidomastoid muscles during clenching and cervical side flexion, repectively, will be measured using 3D photography, X-ray imaging, and surface EMG, respectively. In addition, patients will wear the TBA between the upper and lower teeth to secure the TMJ free space and then will be retested using 3D photography, X-ray imaging, and surface EMG. The flow chart of this study is summarized in [Fig. 1](#fig0005){ref-type="fig"}.

Subjects will be gathered at the Woosuk University Korean Medicine Hospital in Jeonju, South Korea, in accordance with the Declaration of Helsinki and Guidelines for Good Clinical Practice. This protocol has been registered with the Clinical Research Information Service, Republic of Korea, which is a registry in the World Health Organization Registry Network.

2.2. Types of participants {#sec0020}
--------------------------

### 2.2.1. Inclusion criteria for all participants {#sec0025}

1.Males and females aged 19--59 years.2.Individuals who agree to participate in the study and sign the written consent after receiving a clear explanation of the objectives and characteristics of the clinical study.

### 2.2.2. Exclusion criteria for all participants {#sec0030}

1.Individuals with neurological disorders.2.Individuals with involuntary muscle movements.3.Individuals with skin disease or trauma in the area to be measured.4.Individuals with a history of wearing an intraoral device.5.Individuals who cannot use a TBA.6.Individuals who have intraoral inflammation diseases and dental diseases and/or wear intraoral equipment such as dentures and implants.7.Pregnant women.8.Individuals who are unable to fill out the form related to the study.9.Other persons who are judged inappropriate for the study by the investigators.

2.3. Sample size {#sec0035}
----------------

This study aims to verify a TMD-specific EMG indicator, i.e., the percentage overlapping coefficient (POC), between the left and right masseter muscle and sternocleidomastoid muscle during maximum voluntary clenching and cervical side flexion. However, there are no previous data available to undertake a formal power calculation to determine the required sample size. Thus, we designed the current study as a pilot to provide the initial data needed to perform the power calculation required for a large-scale, randomized controlled trial. The sample size of 30 individuals in each group was chosen as the minimum sample size for statistical significance for univariate analysis.

2.4. Assessor blinding {#sec0040}
----------------------

The designated assessor will screen participants and divide them into the patient group or healthy control group. Screening results will not be disclosed to the participants and other investigators until the end of the study. Only the assessor will acknowledge whether a specific individual is included this study and to which group he/she belongs.

Separate assessors involved in the photography, radiography, and EMG will be established.

2.5. TMJ balancing appliance {#sec0045}
----------------------------

The TBA is an intraoral appliance composed of non-toxic medical silicon that is designed to facilitate medical examination in perioral structures, including the TMJ, and to secure the free space of the TMJ. The TBA will be purchased from a medical device company (JinBiotech Co., Ltd., Cheonan, Korea) where their products are certified by Korea Food and Drug Administration. The size of TBA is distinguished from No. 1 (width 55 mm, length 43 mm) to No. 10 (width 75 mm, length 51 mm) and will be tailored to the area of each participant's oral cavity.

The TBA is usually placed between the upper and lower teeth by matching the upper and lower sides. After the baseline measurement of face-line, TMJ space, and EMG, we will analyze the change in these three parameters after TBA application ([Fig. 2](#fig0010){ref-type="fig"}).

2.6. Data collection {#sec0050}
--------------------

Outcome measurements will be checked by an independent assessor for each patient. These data will be written on the case report form by a certificated clinical research coordinator.

2.7. Measurement {#sec0055}
----------------

### 2.7.1. Primary outcome measurement {#sec0060}

#### 2.7.1.1. Surface EMG measurement {#sec0065}

The healthy control and TMD patients shall take a break for 30 minutes before the EMG measurement. EMG will be performed using an eight-channel wireless surface EMG system (LXM5308; LAXTHA, Daejeon, South Korea) in a room with constant humidity and temperature. Four pairs of wet electrodes (T246H; Neuro Medi, Wonju, Kangwondo, South Korea) will be placed with an interelectrode distance of 2 cm on the masseter (3 cm and 5 cm above the mandibular angle) and sternocleidomastoid muscles (4 cm and 6 cm below the mastoid process) of both sides in parallel with the direction of the muscle fibers after cleaning the skin with ethanol swabs ([Fig. 3](#fig0015){ref-type="fig"}). A plate ground electrode will be positioned in the occipital region. Each electrode will be fixed with hypoallergenic surgical tapes (3 M Micropore Surgical Tape Tan 1533-1; 3 M, St. Paul, MN, USA).

EMG activity will be recorded while each participant maintains a sitting position with his/her eyes open, looking straight ahead, and a head position that allows the Frankfurt plane along the ground. EMG recordings of the masseter and sternocleidomastoid muscles will be executed while the participants perform clenching and cervical side flexion posture tasks as follows.

Clenching and cervical side flexion:

Task 1: the participants relax and close their mouths without clenching their teeth.

Task 2: the participants clench their teeth as much as possible for 5 seconds after taking a 30-second break. This procedure is repeated six times at intervals of 10 seconds (first clenching).

Task 3: the participants bend their heads laterally at an angle of 45 degrees for 5 seconds after taking a 10-second break. This procedure is repeated six times at intervals of 10 seconds ([Fig. 4](#fig0020){ref-type="fig"}; first side flexion).

Task 4: to induce structural change in the perioral structure, the participants wear the TBA softly without biting it with their teeth and break for 10 minutes.

Task 5: the participants bite the TBA as much as possible for 5 seconds after taking a 30-second break. This procedure is repeated six times at intervals of 10 seconds (second clenching).

Task 6: the participants wear the TBA without biting it for 30 seconds after the third task. Thereafter, they bend their heads laterally at an angle of 45 degrees for 5 seconds. This procedure is repeated six times at intervals of 10 seconds (second side flexion).

### 2.7.2. Other measurement items {#sec0070}

#### 2.7.2.1. Patient's consent, screening number assignment, and demographic survey {#sec0075}

The study participants will be recruited through open recruitment promoted by posters and online advertisements. Participants who are recruited will be given detailed information related to the study (i.e., the purpose and content of the study and the risks and benefits of participating in the clinical trial). Written consent will be obtained from all participants. A screening number will then be allocated to each individual, and a demographic survey of each participant will be conducted and documented. The documentation requirements are as follows: (1) whether the participants provide written informed consent and the date of that consent; (2) the participant's initials; (3) the date of birth on the participant's identification card; (4) vital signs (body temperature, blood pressure/pulse rate); (5) demographic and sociological information (gender, age, height, weight, occupation); (6) smoking status; and (7) drinking status.

#### 2.7.2.2. Investigation of the patient's medical history including medications {#sec0080}

At the screening visit, an investigator will examine and record the participant's medical information \[i.e., history of diseases (within the past 3 years), surgeries (within the past 5 years), drugs (within the past 1 month), and other treatments\] in detail by taking a history and reviewing medical records. If any medications are taken or treatments are performed without the investigator's clinical judgement that may influence the results of this study, it may be necessary to remove the participant from the study.

#### 2.7.2.3. Photographing each partcipant's face {#sec0085}

To evaluate the facial asymmetry of the TMD patients, the participants will undergo 3D face photography (RealSense SR300; Intel, Santa Clara, CA, USA).

#### 2.7.2.4. Radiography (X-ray) {#sec0090}

The participants will undergo X-ray scanning of the left and right TMJ before and after wearing the TBA to confirm the TMD anatomical structure and anatomical status of the TMJ. X-rays of this joint will be carried out in the axiolateral oblique views (Left and Right) .

#### 2.7.2.5. Questionnaire survey {#sec0095}

We will survey the participants using AXIS-II instruments developed by the International RDC-TMD Consortium to investigate TMJ-related functional, behavioral, and psychological factors. The included questionnaires in the AXIS-II instruments are the Oral Behavior Checklist, pain drawing, Generalized Anxiety Disorder (GAD-7), Jaw Functional Limitation Scale (JFLS-8), Patient Health Survey (PHQ-9 and PHQ-15), and Graded Chronic Pain version 2.0 examinations. All of the questionnaire surveys are available at <http://www.rdc-tmdinternational.org/TMDAssessmentDiagnosis/DCTMD.aspx>

2.8. Data monitoring {#sec0100}
--------------------

In order to ensure the accuracy of data, investigators will receive thorough training in questionnaires learning, EMG measurements, and 3D face photography acquisition before starting the trial. Also, an official data monitoring committee will be formed by Korea Institute of Oriental Medicine. Regular monitoring will be confirmed by the committee according to the standing operating procedure. Case report form, informed consent forms, study files, compliance with treatments, serious adverse events, and data records will all be examined.

2.9. Outcome {#sec0105}
------------

### 2.9.1. Primary outcome {#sec0110}

The primary outcome will be the POC (%) in the masseter and sternocleidomastoid muscles between the patient group and healthy control group.[@bib0105] The POC calculation is as follows.Where R and L are right and left, respetively. RMS is the root mean square of the EMG signal.

### 2.9.2. Secondary outcomes {#sec0115}

1.Difference in the POC before and after wearing the TBA between the patient group and healthy control group.2.Difference in the scores of the GAD-7, JFLS-8, PHQ-9, and PHQ-15 and the Graded Chronic Pain version 2.0 examinations between the patient group and healthy control group.3.Location change in the TMJ measurement by X-ray imaging and 3D face photography.4.Correlation between the POC and scores of each questionnaire.5.Correlation between the POC and face asymmetry results from 3D photography.6.Correlation between the change in the TMJ free space and POC value.

2.10. Adverse events {#sec0120}
--------------------

Any expected or unexpected adverse events will be reported by the participants and practitioners. From the start of participation in the clinical study, investigators will ask the participants about adverse events. In the event of the presence or occurrence of adverse events, the following information will be recorded in detail: (1) temporary pain in the TMJ; (2) temporary pain in the teeth and gingiva; (3) intraoral hypersensitivity reaction (inflammation, allergy); (4) nausea/vomiting; and (5) skin hypersensitivity reaction caused by the EMG electrode attachment (irritant contact dermatitis, skin inflammation).

2.11. Statistical analysis {#sec0125}
--------------------------

All of the analyses will be executed using PASW, version 18.0 for Windows (SPSS Inc. Chicago, IL, USA). Statistical analysis will be undertaken as the intent-to-treat and will include all participants except cases with serious protocol violations.

### 2.11.1. Method of analysis of the primary outcome {#sec0130}

(1)The POC of the masseter muscle during clenching between the patient group and healthy control group will be subjected to an independent sample *t* test.(2)The POC of the sternocleidomastoid muscles during cervical flexion between the patient group and healthy control group will be subjected to an independent sample *t* test.(3)The specificity and sensitivity will also be analyzed to determine the cut-off level of the POC for diagnosing TMD.

### 2.11.2. Method of analysis of the secondary outcome {#sec0135}

(1)To compare each group before and after wearing the TBA, paired *t* test or repeated measures analysis of variance will be conducted.(2)Comparison of the scores of the questionnaires (GAD-7, JFLS-8, PHQ-9, and PHQ-15 and Graded Chronic Pain version 2.0 examinations) between the groups will be analyzed by an independent sample *t* test.(3)Correlation analysis will be conducted to verify the relationship between the POC, the scores of each questionnaire, and the face asymmetry results from 3D photography, as well as the relationship between the change in the TMJ free space and POC value.

For the continuous variables, independent sample *t* tests will be conducted to assess the average change in the item, and nonparametric analysis will be applied if parametric analysis is unsuitable. If the variables need to be controlled, an analysis of covariance will be performed.

3. Discussion {#sec0140}
=============

This cross-sectional study protocol aims to develop an easy and objective diagnostic tool for TMDs and the imbalance of TMJ using EMG. Here, we assumed that TMDs cause the asymmetry of muscular strength between the right and left sides of the jaw.

In particular, the masseter muscle, one of the masticatory muscles, is directly related to jaw motion, and previous studies have reported that TMDs cause asymmetry of muscle strength during the clenching motion.[@bib0110], [@bib0115], [@bib0120] In addition, the sternocleidomastoid muscle is associated with the head--neck position and cranio-cervical-mandibular dysfunction.[@bib0115], [@bib0120]. Thus, we will evaluate the POC, representing the difference in muscular strength between the left and right sides of the masseter and sternocleidomastoid muscles during clenching and cervical side flexion to diagnose the degree of TMD.

Several previous studies have attempted to diagnose TMDs or confirm their treatment through surface EMG because this method provides objective and quick results compared to questionnaire-based surveys or radiological diagnosis.[@bib0125], [@bib0130], [@bib0135], [@bib0140] However, most previous studies focused on the masseter and temporalis muscles during jaw motion,[@bib0135] and few studies were designed to consider the effect of imbalance of the TMJ on the cranio-cervical-mandibular system.[@bib0115], [@bib0145] Therefore, we will apply surface EMG to the sternocleidomastoid muscles during cervical side flexion and confirm the diagnostic effectiveness of surface EMG by utilizing the TBA to secure the free space of the TMJ in TKM.[@bib0100]

We expect that a difference between the POC of the right and left sides of the masseter muscle and sternocleidomastoid muscle will be observed. These differences are expected to indicate the imbalance of TMJ and will be a parameter for diagnosing TMD objectively.

Despite the efficacy of TKM in treatment of various diseases, including TMD,[@bib0095], [@bib0100], [@bib0150] many TKM doctors meet a limitation in diagnosis or communication with patients because of the restricted use of medical devices in Korea. The results, expected to be collected from the clinical trials following this protocol, would establish an EMG parameter which may applied to the medical device for TMD diagnosis.

In conclusion, this protocol will provide information about the objective diagnostic method for TMD using surface EMG and will verify the effectiveness of surface EMG in diagnosing TMD. Also, the method or device used for the diagnosis of TMD will improve the treatment for TMD by accumulating evidence for the efficacy of TKM treatment.

3.1. Ethics and dissemination {#sec0145}
-----------------------------

This study will be conducted after approval is granted by the institutional review board (IRB) of Woosuk University Jeonju Oriental Medicine Hospital (WSOH IRB 1607-04). The study has been registered with the Clinical Research Information Service (CRIS) of the National Research Institute of Health (KCT0002003). At the time of manuscript submission, the study had been in the stage of participant enrollment. The results will be published in a peer-reviewed journal and will be disseminated electronically and in print.
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